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BRIEF

Trip le quadrupole mass spectrometry is shown to be a powerful new technique

for the direct analysis of mixtures and the elucidation of molecular struc-

tures by R.A. Yost of the University of Fl orida and C.G. Enke of Mi chigan

State University .
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MIXTURE ANALYSIS

As an example of the performance of the triple quadrupole mass spectrom-

eter, the following sample which contains five components at equal concentration

was chosen: 3—heptanone and n-heptanal (isomers of molecular weight 114),

n-octane (isobaric wi th the other two at 114), cyclohexane (84),

and 2—pentanone (86). The mi xture was ionized by 70 eV El , although CI would

have simplifi ed the mass spectrum. The CID spectra of the ll4~ ion from the S

individual components show unique fragmentation : 99~ (M- 15) for 3-heptanone ,

96~ (M— 18 ) for n-heptanal , and 7O~ (C 5H10~) for n-octane. In the CID spectrum

of the ll4~ ion in the mixture, it is possible to detect the indi vi dual compon-

ents despi te thei r being isomeri c or isobaric. Figure 3 shows the CID spectrum

of the 114+ ion in the mixture as wel l as the reference CID spectra of 114+

from the three pure compounds. The two isomers in the mi xture may be identi fied

wi th even grea ter confi dence by obtai ning the CID spectra of fragment ions

produced by El that are unique to the speci fic components. The CID spectra

of 99~ and 8l~ from the mixture exactly match the s pect ra of the 99~ fra gment

from pure 3-heptanone and the 81+ fragment from n-heptanal , respectively. The

other two components are most readi ly identi fied in the mi xture ; the CID

s pectra of the molecular i ons of pure cyclohexane (84+) and 2-pentanone (86+)

are nearly perfect matches wi th the CID spectra of these ions from the mi x-

4 ture. The CID spectra obtained for 84+ and 81+ from the mi xture are compared

wi th reference spectra in Figure 3.

A sixth and unexpected component was discovered and identi fi ed in the

mixture as well. The electron impact spectrum showed peaks at 120+ and 105+

which coul d not be attricu ted to any of the five k nown componen ts. The CID

spectra showed fragments from 120+ at 105+, 43+ and 77+ and fragments from

lO5~ at 77~~, 51~ and 26
k. Interpretation of these data suggested acetophenone

_ _ _
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as the impuri ty, and a comparison with the reference CIII spectra of 120+

and 105+ ions from pure acetophenone confi rmed this. Careful study of the

El spectra of the individual components showed that the acetophenone was

present as an impuri ty in the n-heptanal . A single standard additi on experi -

ment indicated an acetophenone concentrati on of approxi mately 5 parts per

thousand in the n-heptanal and therefore 1 part per thousand in the mixture .

These results demonstrate the ability of the triple quadrupole system to

identify mixture components , including both isomers and isobaric compounds .

The high sensitivity of the system for trace analysis is discussed ir. the

i nstrument performance section .

STRUCTURE ELUCIDATION

As an exampl e of a structure elucida tion applica tion , cons ider unknown

5.13 in McLafferty’s classic text (19) on mass spectral interpretation. The

El spectrum shows molecular wei ght 120 wi th major peaks at 105 and 77. Con-

sidering the 77 peak (phenyl moiety ) and 105 (loss of methyl), there are two

poss ibl e compounds, C6H5COCH3 and C6H5CH(CH3)2. Relyi ng on the 121/120 ratio

and the unusually small hydrogen-loss ions from 120 and 105, McLafferty

concludes that the unknown is acetophenone , C6H5COCH 3. The structure of this

j unknown can be obtained in a direct manner using selected ion fragmentation

on the triple quadrupole mass spectrometer. The large 43~ peak in the El

spectrum corresponds to the remainder of the molecule [CH3CO or (CH 3)2CH ]
after loss of 77 (C6F15). The CID spectrum of 43~ is shown in Fi gure 4.

Interpretation of the data indicates the fragmentations shown for CH3C0~.

The reference CID spectra of known ions shown in Fi gure 4 confi rm that 43’~

from ace tophenone matches the CID s pec trum of CH3CO+ from ace tone, but is

significantly di fferent from that of (CH3)2CH~ from cyclohexane. 
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Thus , McLafferty’s conclusion is confirmed. The process of structure

elucidation of this unknown has been made simpler and more reliable by

the added information available by selected ion fragmentation.

Ultimately, the formation and fragmentation of every ion in a compound ’s

mass spectrum may be determined to yield a compl ete map of the fragmentati~~
pathways for the molecule. Such a map, for cyclohexane , appears in Fi gure 2.

This approach has been employed in a detailed study of the fragmentation of

nonan—4-one (20). In that study, over 400 distinct collision -induced frag-

mentations have been observed, a ten-fold increase over the number previously
observed in metastable studies (21). These include a number of new fragmenta-
tions of very low intens ity such as loss of water from the ct—cleavage ions.

The high sensiti vity of the triple quadrupole instrument has made it possible

to observe these transiti ons .

DESCRIPTION OF INSTRUMENT

A scale drawing of the triple quadrupole spectrometer constructed at

Michiga n Sta te University appears in Figure 5. The path length from source

to detec tor is approximately 67 cm. The individual components of the system ,

i ncluding the source , quadrupoles , detector, vacuum system, and control elec—

tronics , are described below.

•1 Samples may be introduced through a heated glass inlet system or a heated

di rect—insertion probe. -The ion source is a Finni gan Cl/El model 3000. The

first quadrupole mass filter is a standard Extranuclear Labs ELFS model wi th

0.95 cm di ameter x 20 cm long rods and a mass range of 1-1000 amu . The center

quadrupole is a homemade model wi th 0.954 cm diameter x 21.6 cm long stainless

steel rods. Flat pla te lenses on each end of the center quadrupole aid in

LA •~~ - -•_ - _ _ _  _ _
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focusing the ion beam between quadrupoles. Another Extranuclear mass filter

serves as the third quadrupole. It is identical to the first except that

that the small (0.2 cm diameter) entrace aperture has been removed. The axial

ion energy in the three quadrupoles may be varied i ndependently over the range

-100 to +100 V, wi th -10 V being typical for positive ions . The positive ions

are detected with a Galileo 4770 high-current Channel tron with a measured gain

of 3 x rn6 at -3 kV. The current from the multiplier is detected wi th a

Keithley 18000—20 picoammeter wi th programmable ranges of 10 V/lO~~
0 A to

10 V/10 3 A.

The components of the mass spectrometer are enclosed in three differentially

pumped stainless steel chambers, each pumped by an oil diffusion pump wi th

water-cooled baffle (see Fi gure 5). Normal operati ng pressures in the three

chambers, as indicated by ion gauges, are source chamber: 2 x lO~~ torr for

El and 6 x lO~~ torr for CI; center chamber: 2 x l0 6 torr (no collision gas);

detector chamber: 2 x io 6 torr. Coll ision gas pressures from 2 x 10-6 torr

to 1 x io 2 torr are possible.

The entire vacuum system is i nterlocked to provide fail-safe operation

and permit computerized cycling of the vacuum system. Foreline pressures,

coolant water flow , elec tric current through the pumps , pneumatic pressure , and

valve positions are all monitored and used to control the proper sequencing of

all pumps, electropneumatic valves , and electronics .

- 

Data acquisition from the system is currently either manual (strip chart

recorder or oscilloscope), or automated wi th an Intel SDK-85 mi croprocessor,

4 CRT terminal, and floppy disc. A multi pl e microprocessor system empl oying the

Intel 8085 is currently under development for data acquisition and intelligent 
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control of the instrument. The entire system has been designed for computer

control , including the mass selection in both mass filters , the selec tion of

mass fil ter or total-ion mode, the RF voltage on all three quadrupoles , the

control of collision and CI gases, and the vacuum interlock. The capabilities

of the triple quadrupole system for selected ion fragmentation will be sigrifi-

cantly enhanced under complete computer control.

PERFORMANCE OF INST RUMENT

The use of quadrupoles as mass filters and as the CID chamber has provided

the anti ci pated excellent selectivi ty and sensitivity. Selecti vi ty is

achieved by tandem mass separati on up to mass 1000 wi th a-resolu tion of better

than 1 amu. The high sens itivi ty (detecti on limi t of 10_ is mole) resul ts

from the very efficient low-energy CID process and the high transmission of

• each component along the ion pa th.

Resolution

The ulti mate resolution of the quadrupol es is approximately 1 part in 1500, 
5

as determined by measuring peak width at half height. As an example of the

resolvi ng power, the N.~/CH2t double t at 14 amu can be resol ved (50% valley),

which requi res a resolution of 1 pa rt in 1100. The mass fil ters can be operated

in two modes: constant resolution and resolution proportional to mass. At

constant resolution (e.g., 1 part in 1000 over entire mass range) the relati ve

abundance of the ions in a mass spectrum closely resembles that observed wi th

double-focusing mass spectrometers. Wi th resolution proportional to mass (e.g.,

1 part in 100 at mass 50, 1 part in 1000 at mass 500), the intensity of the low mass

~ 

~~~~~~~~~~~~~~~~~~~~~~~~~~~
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peaks is enhanced. The quadrupoles are typically operated wi th uni t mass

resolution (1% valley) over the enti re mass range. The peak broadening due

to kineti c energy loss on fragmentation that is observe d with MIKES instruments 
S

does not occur with the quadrupole mass fil ter.

CID Eff i ciency

The hi gh sensiti vi ty of the triple quadrupole system is a result of the

hi gh efficiency of each component. The ion source and lenses produce approxi -

mately 1 ion for every 2 x iO~ molecules . The mass fi l ters have a transmission

S effi ci ency of approximately 60% in RF-only mode and 10% in mass filter mode

wi th resolution of 1 part in 200. The center quadrupole has virtually 100%

transmission. Even more important is the efficiency of the CID process which

occurs in the center quadrupole. In an earlier investi gati on of the low-energy

CID process in a triple quadrupole system (2), three expressions were developed

to describe the efficiency. The collection efficiency is the ratio of the ion fl ux

at the exi t of the quadrupole to that at the entrance. Wi th no collision gas pre- 
-

sent, there is 100% collecti on. At 2 x l0~~ torr coll i s i on gas pressure , the colle

tion effi ciency ranges from 50% for light ions like CH4~ up to 75% for heavier ions

which are less prone to scatter. The strong focusing of the quadrupole field

minimi zes scattering losses. The fragmentation efficiency is the fraction of the i~

flux ai~ the exit of the center quad that is due to fragment ions. At 2 x lO~~ torr,

fragmentation efficienciey range from 15% to 65% for various compounds (2).

As the collision gas pressure is increased, the fragmentation efficiency for

all compounds approaches 100% due to multiple collisions , but the collection

efficiency decreases due to scattering. The overall CID efficiency, wh ich is

the product of the collection and fragmentation efficiencies, exhibits a maximum 

— - -S ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ S~~~~~~-~~~~~ S~~~~~~~~~ ’ S S • —  ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ -~~~~~~~ - -~~~~~
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at some intermediate pressure. The collection efficiency as a function of

collision gas pressure for the dissociati on of CH 4
t from methane is shown

in Figure 6. The fragmentation effi ciences for the producti on of the

CH3
+ and CH2

t ions are also shown.

Several factors other than collision gas pressure can affect the

efficiency of the CID process (2). The larger the molecular diameter of

the collis ion gas , the more efficient the CID. Ion axial energy and ion

i nternal energy also affect the CID process. A more detailed study of these

effects is in progress (11).

Sensiti vity

The overall sensiti vi ty of the instrument can be estimated from the

product of the effi cienci es of the indivi dual processes . The source

efficiency and the transmission through the three quads (without collision)

are 2 x lO~~ and io_2 respecti vely. The fragmentation efficiency is a func-

tion of the ion and fragment selected, but from Figure 6 it is seen to be about

0.1 for CH4~ -‘- CH3~. The overall effici ency is 2 x lO 8, i.e., two

CH3~ ions reach the detector per io
8 CH4 mol ecules passing through the

source. The detection system can measure the current due to one ion per

second which is an average current of 5 x io 13 A. For methane, then , a

current of 4 x 10-10 A will be produced from a sample flux of 1 pg per second.

The ultimate detection limi t depends on the system sensiti vi ty, the

chemical and electri cal noise levels , and the lowest measurable signal level.

The electrical noise in the system is typical ly 3 x 10-13 A. The two .ztages

of mass separation often make it possible to reduce chemical noise (ions

detected from other than the desired reaction) to well below the lO~~ A

- 
~~~~~~~~~~ - •~~~~~~~ • •~~~~~~ - ~~~~~ 55 — ~~~~ -
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level. in such a case, at the extreme sensitivity limit, the peak height
— is quantized by the integer number of ions which reach the detector

during the scanni ng time of the peak. The detection of 4 ions would give

an S/N of 2 and, for methane, would requi re, 6 fg of sample. The detection

limit for methane has been determined experimentally to be 16 femtograms

by measuring a sample of 10 ppm CH 4 i n  N2 at a sample flux of 20 femtograms

per sec of CH4. The large excess of N2 is requi red to

increase the ion source pressure so that it can be accurately measured and

the sample flux calculated . The selectivi ty of moni toring the CH4~ 
-‘- CH 3~

reaction has effected a two order of magnitude improvement in detection

lim it compared to that obtained by simply moni toring the CH4
t, CH3~, or

CH2t ions from electron impact. This improvement is due to the elimi nation
14+ 15+ 16+of the chemical noise introduced by background N~, 

N. and Q~ peaks.

The selected ion fragmentation capability of the instrument produces

only a small loss in transmission and sensitivi ty, and produces a signifi cant

gain in selec ti vi ty. Indeed, i n the normal case where the system is limited

by chemical rather than electri cal noise (3), a substantial improvement in

detection limi t can be achieved as was observed for methane. The detection

limi t of approximately lO~~ mole is made possible by the high efficiency

of every component of the system.

The detection limi t for a higher mass organic compound , nitrobenzene,

has also been determined experimentally. The transiti on NO2C6H5
t -

~~ C6H5~

was montiored at unit mass resolution in both mass filters, wi th the parent

~~~~~~~~~_ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _5- —55-——- ~—S ~~ SS ~~~~~~~~~~~~~~~~~~ .S
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• ion produced by electron impact on a sample of 10 ppm nitrobenzene in N2.

A detection limi t of 120 femtograms (S/N = 2) was obtained with a sample

flux of 200 femtograms/second. In comparison , for the HIKES technique, Cooks —

has estimated a detection limi t of 10 pg for the l4O~ + l23~ t ransi t i on of

protonated ni trophenol ions produced by CI (22). Althou gh consumption of

only femtograms is required for recording the single reaction, actual sample

size is significantly larger than this and is dependent on the sample inlet

used. Total consumption of a sample introduced by direct probe should make

it possible to detect quanti ties of individual components at close to these

detection limi ts.

H
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CONCLUSIONS

The CID process performed In the strong focusing field of an RF-

only quadrupole is efficient and effective in producing characteristi c

spectra of selected ions . The kineti c energy independence of the mass

resolution is ideal for collision product analysis. The lack of interdepen- S

dence in the control of the two mass fi lters makes it easy to implement the

various analytical modes.

The system can be used to detect spec ies p resen t in a mi xture
including isomers w i thout prior separation at the ~~~~ mole level.

The capability to select a desired initial mass and specifi c collision product

5 

mass reduces chemical noi se dramatically. For struc ture eluc idat ion
appl icat ions , the spectra of selected functional moieties in the molecule

may be obtained . - Among the many other promising applications of the

selected ion fragmentation technique is the analys is of isotopically
labelled samples , i n wh i ch the fi rst mass filter can el iminate interferences
from molecules that are not comp letely labelled .

_ _ _ _ _ _ _ _ _ _ _ _ _ _ _  — --- - ——5--5
~~~~~
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FIGURE CAPTIONS

Fi gure 1. Conceptual diagram of the triple quadrupole mass spectrometer

showi ng each component and its function.

Figure 2. Three-dimensional fragmentation map for cyclohexane.

Figure 3. Comparison of CID spectra of selected ions in the El spectrum of

a five component mixture wi th reference CID spectra from pure -

components.

Figure 4. Structure elucidation of 434 functional moiety by interpretation

of CID spectrum and comparison wi th reference CID spectra.

Figure 5. Scale drawing (top view) of triple quadrupole mass spectrometer. -

Figure 6. Effect of collision gas (N2) pressure on CID efficiency for

methane CH4t at ion axial energy of 10eV.
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